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We built a large-area domain-engineered pyroelectric radiometer with high spatial and spectral response 
uniformity that is an excellent primary transfer standard for measurements in the near- and the 
mid-infrared wavelength regions. The domain engmeering consisted of inverting the spontaneous po- 
larization over a 10-mm-diameter area in the center of a uniformly poled, 15.5 mm X 15.5 mm square, 
0.25-mm-thick LiNbO, plate. Gold black was used as the optical absorber on the detector surface, and 
an aperture was added to define the optically sensitive detector area. Our results indicate that  we 
significantly reduced the acoustic sensitivity without loss of optical sensitivity. The detector noise 
equivalent power was not exceptionally low but was nearly constant for different acoustic backgrounds. 
In addition, the detector's spatial-response uniformity variation was less than 0.1% across the 7.5-mm- 
diameter aperture, and reflectance measurements indicated that the gold-black coating was spectrally 
uniform within.2%, from 800 to 1800 nm. Other detailed evaluations of the detector include detector 
responsivity as a function of temperature, electrical frequency response, angular response, and field of 
view. 

OCZS codes: 040.0040, 120.5630, 230.0230. 

1. Introduction 

Recently it was shown that techniques employed for 
domain engineering of lithium niobate (LiNbO,) op- 
tical parametric oscillators could be used to create 
large-area, pyroelectric detectors that have reduced 
acoustic sensitivity.' On the basis of our earlier suc- 
cess, we incorporated a unique, concentric-ring pat- 
terned, domain-engineered pyroelectric detector into 
a complete radiometer. First, we discuss the 
domain-engineering aspects of our design. Then we 
describe the most important optical and electronic 
design considerations along with our measurement 
results. 

2. Acoustic Nulling 

Ferroelectric pyroelectric detectors are also piezoelec- 
tric; therefore the acoustic sensitivity is related to the 
mechanical structure of the detector, its environ- 
ment, and anything to which it is attached. A strat- 
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egy to reduce the pyroelectric detector acoustic 
sensitivity is shown schematically in Fig. 1. Two 
detector regions, (a) and (b), with equal and opposite 
acoustic sensitivities, are exposed to ambient condi- 
tions, whereas radiant power reaches only one detec- 
tor region. The two detectors are connected 
electrically in parallel so that the current signal from 
one is superimposed on the other. The result may be 
expressed as 

where ipyro is the current generated from radiant- 
power input and ipiezo is the current generated from 
ambient acoustic noise surrounding the detector. If 
the piezoelectric current generated by detector (a) is 
equal to detector (b) (that is, if both detectors are 
mechanically identical), then simply, 

In the present device, the center of the detector is 
effectively region (a) and region (b) is the outer ring. 
One electrode is placed on each face of the LiNbO, 
plate, and, consequently, the two detector regions are 
electrically connected in parallel. The outer ring is 
optically and acoustically sensitive, but an aperture 
prevents incoming optical radiation from being re- 
ceived. 

In the past we observed 40-dB reduction in com- 
mon mode signals over a range of frequencies and 
nearly 120 dB at what appear to be resonant frequen- 
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Fig. 1. Diagram of the acoustic nulling concept with equal and 
opposite pyroelectric domain areas. 

cies in a bicell detector with bilateral symmetry. We 
chose a concentric-ring pattern to simplify the radi- 
ometer construction. In the future we expect to 
model different package geometries and domain pat- 
terns rather than rely on the process of trial and error 
t o  optimize the nulling capability of each detector. 

In Section 4 (which deals with acoustic measure- 
ment) we compare two detectors. The steps for fab- 
ricating each detector are identical, with the 
exception of several intermediate steps taken in one 
of the detectors, to accomplish the selected-area elec- 
tric field poling or the domain engineering. When 
we subsequently describe our measurements, the 
uniformly poled detector was designated 515 and the 
domain-engineered detector was designated J10. 
Detector J10 is then incorporated into the radiome- 
ter. 

The pyroelectric detector elements were con- 
structed from a commercially available, z-cut LiNbO, 
wafer. The wafer was 75 mm in diameter, 250 km 
thick, and optically polished on both the positive and 
the negative z faces so that thickness variations were 
less than 20.25% (manufacturer specification). The 
wafer was cut into 15.5 mm X 15.5 mm squares to  
form plates, which would eventually become the in- 
dividual detector elements. To perform the domain 
reversal, the positive z face of the plate was coated 
with photoresist. A 10.8-mm-diameter opening was 
patterned in the center of the plate by use of standard 
photoresist processing. The sample was then 
clamped in an acrylic fixture with silicone 0 rings as 
shown in Fig. 2. Liquid electrodes were used to  pro- 
vide independent electrical contact to the positive 
and the negative z faces of the plate. The portion of 
the sample that underwent domain reversal was de- 
fined by the opening in the photoresist. Complete 
domain reversal of this area was achieved by appli- 
cation of a 24.5-kV/mm electric field across the elec- 
trodes. 

The detector electrodes were fabricated by deposi- 

I rings, , I /Acrylic fixture 

Fig. 2. 
voltage (HV) electric field across the LiNbO, plate. 

Schematic diagram of the fixture for applying a high- 

tion of circular nickel films, 15.2 mm in diameter and 
25 nm thick in the center of each z face of the plates. 
The final step in constructing the detector element 
was the deposition of the gold-black absorbing layer. 
The process by which the gold black is deposited is 
similar to  that documented by others, most notably 
Blevin and Brown,2 but is not substantially different 
from that documented by Harris et al. in 1948.3 Our 
process depends on the product of the pressure of the 
nitrogen environment in which the gold is evaporated 
and on the distance from the filament source and the 
target (the nickel-coated LiNbO, plate). A rule of 
thumb is “10 Torr cm.” In other words, the product 
of the distance between the evaporation source and 
the target should equal 12 Pa m (10 Torr cm). De- 
positing gold black on a thin, fragile, dielectric mate- 
rial, remains an art. The ability t o  conduct heat 
away from the crystal is crucial during the deposi- 
tion, but a uniform and substantial heat sink (with- 
out contact resistance) is difficult to attach without 
scratching or breaking the LiNbO, plate. In this 
case we used gold foil sandwiched between the plate 
and a 3-mm-thick aluminum stage. The plate was 
held lightly with a spring retainer. 

A schematic view of the domain-engineered pyro- 
electric detector element is shown in Fig. 3. A cross- 
sectional view of the complete detector assembly is 
shown in Fig. 4. The detector element was attached 
electrically and mechanically to the container with 
electrically conducting epoxy on the perimeter of the 
aperture. As a result the signal electrode was not 
attached to  a rigid heat sink and therefore provided a 

Domain-reversed area ’ Electrode area t 
0 15.5 mm x 15.5 mm LiNbO, plate 

front view I - ----. Aperturelgold black boundary 

- Gold black 
Relative spontaneous polarization 

section view 1 orientation 

Fig. 3. 
aperture, and gold black. 

Exploded view of spontaneous polarization, electrodes, 
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Fig. 4. Perspective-section view of LiNbO, packaging. 
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more spatially uniform response to optical input. 
The grounded case provided electromagnetic shield- 
ing for the signal electrode. 

Because pyroelectric materials are also piezoelec- 
tric, the pyroelectric detector response may contain 
frequency components in the range of the optical 
chopping frequency. The typical detector figure of 
merit, noise-equivalent power (NEP), is normally 
specified (or should be) along with the wavelength, 
chopping frequency, bandwidth, detector area, and 
sometimes temperature and feedback resistance. 
NEP is a well-accepted, commonly used noise- 
sensitivity figure of merit for all types of optical de- 
tectors, but it is dubious for pyroelectric detectors, 
because it does not account for the acoustic back- 
ground. 

We compared the acoustic response of our domain- 
engineered detector, J10, which has equal and oppo- 
site areas of acoustic sensitivity, with an otherwise 
identical, uniformly poled detector, 515. We mea- 
sured the relative acoustic frequency response by us- 
ing a loudspeaker located 45 mm away from the 
detector aperture and facing it. The loudspeaker 
output was coupled to the pyroelectric detector 
through the surrounding air. The pyroelectric de- 
tector output was sampled and recorded over the fre- 
quency range of 5-100 Hz with a lock-in amplifier. 
The results are shown in Fig. 5. We were interested 
in low-frequency responsivity, because the minimum 
NEP typically is found at a frequency of less than 100 
Hz.4 Over the chopping frequency range of interest 
the responsivity of the domain-engineered detector 
was 7-15 dB less than that measured by the uni- 
formly poled detector, for identical measurement con- 
ditions. 

- 

- 

- 

3. Radiometer Construction 
The domain-engineered pyroelectric detector was 
placed in the radiometer assembly shown in Fig. 6. 
The detector 'and the connecting wires were mounted 
in an aluminum block. This block was attached to 
the aluminum, electrical-shield housing of the elec- 
tronics. The output leads of the pyroelectric detec- 
tor were connected to the current-to-voltage 

10 30 50 70 90 

Frequency [Hz] 

- 20 log (jIO/j15) I 
+--- 

-19 1 
t . f . 8  

10 30 50 70 90 

Frequency [Hz] 
Fig. 5. Acoustic frequency response for lwo pyroelectric detectors 
that were identical except for the poling orientation (detector 515, 
uniform poling; detector J10, domain engineered). 

converter input. To avoid 60-Hz pickup, the housing 
of the electronics and the detector block were contin- 
uously grounded. To avoid ground loops, the signal 
common and the shield were connected only at the 
0-V output of the +- 15-V power supply. A thermistor 
was mounted inside a copper plate with good thermal 
contact to the detector to monitor the detector tem- 
p e r a t ~ r e . ~  

We use a custom-made current-to-voltage con- 
verter (current preamplifier) along with a commer- 
cially available lock-in amplifier and chopper t o  
obtain a usable signal from the pyroelectric detector. 
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Fig. 6. Radiometer construction incorporating the domain- 
engineered pyroelectric, j 10. 

This is a common approach with pyroelectric detec- 
tors. However, there are many subtleties in design- 
ing and using the current-to-voltage converter to  
optimize the detector performance. 

The equivalent circuit for any pyroelectric detector 
is modeled as a current generator along with a resis- 
to r  and a capacitor, electrically connected in parallel. 
The current-to-voltage converter was used to mea- 
sure the short-circuit current from the pyroelectric 
detector signal electrode. Connecting external ca- 
pacitors, parallel to  the feedback resistors of the con- 
verter, optimized the signal- and loop-gain 
requirements. The signal roll-off frequencies were 
tuned to a range between 100 and 1000 Hz. Opti- 
mization of the converter-voltage gain-versus- 
frequency curve was not necessary, because the 
dominant noise was the current noise of the pyroelec- 
tric detector. Consequently, selection of operational 
amplifiers for the converter was not a critical issue. 

To avoid signal distortion, including amplitude de- 
crease and signal phase shift, the signal shape of the 
output voltage must be similar to  the shape of the 
chopped optical signal. To achieve this similarity, 
the fundamental gains of the photocurrent meter (in- 
cluding the detector and the converter) must be op- 
timized at the signal frequencies.6 The signal gains 
should be frequency independent (flat) around the 
signal (chopping) frequency to avoid signal-gain in- 
stabilities. To achieve this requirement, the 3-dB 
roll-off frequencies of the signal-gain characteristics 
were tuned 1 decade higher than the chopping fre- 
quency. Also, the chopping frequency was selected 
low. For the highest feedback resistor, the stray ca- 
pacitance produced a relatively low signal roll-off fre- 
quency. It was necessary to  carefully connect the 
feedback components of the converter to  keep the 
stray capacitance low and the 3-dB roll-off signal fre- 
quency high. The 3-dB points should not be much 
more than 1 decade higher than the signal frequency, 
especially at  low signal-gain ranges; otherwise the 
loop-gain at  the chopping frequency can be too small, 
resulting in low-accuracy current-to-voltage conver- 
sion. 

All of our electronic and radiometric tests were 
made with an ac data-acquisition ~ y s t e m . ~  The volt- 
age output of the pyroelectric radiometer was at- 
tached t o  the input of a dual-phase, sine-wave 

Fig. 7. Arrangement for frequency-response and spatial-response 
uniformity measurements. 

measuring lock-in amplifier. The in-phase- and the 
quadrature-analog lock-in outputs were recorded by 
two simultaneously triggered digital voltmeters 
(DVM's) that served as analog-to-digital converters 
for the lock-in. These two DVM output channels (X 
and Y) are summed in quadrature digitally by the 
computer to extract the signal magnitude. Low- 
pass filtering of the analog signals is achieved by the 
integrating-time constants of the averaging times of 
both the lock-in outputs and the DVM's. In our mea- 
surements the lock-in output time constant was set  to  
333 ms. The DVM's were always operated with an 
averaging time of 100 power-line cycles. 

4. Measurements 
The frequency-dependent response of the radiometer 
was tested with the optical arrangement shown in 
Fig. 7. The primary beam from a He-Ne laser was 
chopped with a mechanical chopper and focused onto 
the pyroelectric detector with a plano-convex lens. 
The monitoring beam was reflected with a beam split- 
ter and directed to underfill a silicon-monitor detec- 
tor. The pyroelectric-detector signal was corrected 
with the monitor-detector signal to  compensate for 
optical power fluctuations in the primary beam. A 
shutter and baffle minimized uncertainties due to 
stray radiation. 

Figure 8 shows the gain-versus-frequency charac- 
teristics of the domain-engineered pyroelectric detec- 
tor for the two highest signal-gain selections. Both 
curves were normalized to the zero-signal frequency. 
Two signal-gain ranges, lo9 and 10' V/A, were the 
only ranges for which no external compensating ca- 
pacitors were needed. The 3-dB roll-off point was 61 
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Fig. 8. Measured signal gain-versus-frequency curves of the 
domain-engineered pyroelectric radiometer. 
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Fig. 9. 
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Horizontal spatial-response scan of the pyroelectric radi- 

Hz for the lo9 V/A gain and 570 Hz for the 10' V/A 
gain. Figure 8 also shows that the signal-amplitude 
attenuation will be negligible even at the highest 
signal gain ( lo9 V/A) if a sufficiently low chopping 
frequency is selected, in this case, 8-10 Hz. 

The spatial-response uniformity of the pyroelectric 
detector was measured along two perpendicular axes 
across the center of the detector. The spot diameter 
of the probe beam on the detector was less than 0.5 
mm. The horizontal- and the vertical-response 
scans are shown in Figs. 9 and 10. The graphs show 
that the spatial-response changes are 0.3% (maxi- 
mum to  minimum) across a properly positioned 7.5- 
mm-diameter aperture. With this aperture the 
standard deviation, calculated from the scanned 
points, was 0.03% for the horizontal and 0.09% for the 
vertical diameters. These uncertainties will be de- 
creased if larger beam spots are used and positioned 
systematically at the center of the aperture. The 
response increase at the edges was caused by the 
reflected (convergmg) beam from the shiny housing 
around the detector. 

The radiant-power response and the noise floor 
were measured with a mechanically chopped, 633- 
nm-wavelength laser beam for optical input. 
Neutral-density filters were used to attenuate the 
laser power at seven levels ranging from 624 pW to  
1.7 nW. The chopper was positioned close to the 
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Fig. 11. Arrangement of the pyroelectric radiometer response 
and noise measurements. 

laser to  minimize detection of frequency-modulated 
stray radiation. Also, a baffle was located close t o  
the detector to keep the field of view for the chopped 
radiation small. The reference for the power re- 
sponse and the response nonlinearity of the pyroelec- 
tric detector was a silicon photodiode with an area of 
1 cm2. During the test the pyroelectric detector po- 
sition was alternated with the reference silicon pho- 
todiode position. The optical arrangement of the 
measurements is shown in Fig. 11. 

The radiant-power response and the noise-floor 
measurements were used to  calculate the detector's 
NEP at each radiant power. In nearly each case the 
power measurement was followed by a dark measure- 
ment. The difference between the power and the 
dark measurements was equal to the signal. The 
photocurrent-to-voltage gain for the pyroelectric de- 
tector preamplifier was lo9  A/V, and the chopping 
frequency was 10 Hz. A pyroelectric detector re- 
sponse of 0.1045 pA/W was measured at  578-FW 
laser power. 

For high signal-to-noise ratios the signal was cal- 
culated and averaged from approximately twenty 
samples. When the signal-to-noise ratio was low, 
the noise in the X and the Y channels was rectified, 
resulting in residual output offset. To avoid the out- 
put offset, the signal was calculated differently. In- 
stead of subtracting a dark measurement result from 
the corresponding power measurement result, we 
made the averages separately for both the power and 
the dark values of the X and the Y channels. There- 
after, the difference of the average-dark measure- 
ment and the average-power measurement was 
calculated with the vectorial sum process. 

We calculated the NEP values shown in Fig. 12 

F'( 
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10 .~   IO-^ 10.'  IO-^ 1 0 . ~  i o 4  IO-! 
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Fig. 10. 
eter. 

Vertical spatial-response scan of the pyroelectric radiom- Fig. 12. 
pyroelectric radiometer versus radiant power. 

Response linearity and NEP of the domain-engineered 
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from the standard deviations of the power readings 
by evaluating the quadrature sum of the X and the Y 
output readings. The dark measurements were not 
used, to avoid the quadrature sum of the two noise 
readings. 

Figure 12 shows that the NEP was flat from 1.7 nW 
to -0.1 mW (solid curve) and is equal to -38 nW/ 
Hz112. At high radiant power the measured NEP 
was twice the low-level NEP, probably because of 
additional noise sources, such as laser noise, in the 
measurement system. The relative uncertainty 
(A  = 1) of the NEP determinations (calculated from 20 
measurements) was 16%.8 The results suggest that 
it is enough to measure NEP at one signal level, 
which can be in the dark. The typical dark NEP, 
measured se arately (not shown in the figure), was 

Figure 12 also shows the pyroelectric detector re- 
sponse linearity compared with a previously charac- 
terized silicon photodiode.9 The ratio of the 
pyroelectric detector signal to the silicon detector sig- 
nal (left-hand axis in Fig. 12) shows linear detector 
responsivity over 6 decades. The outlying point is 
caused by the poor signal-to-noise ratio of the pyro- 
electric detector at  the low-power end. Here the un- 
certainty is 2.6 times larger than the measured ratio. 
This large error bar is not shown in the graph. The 
error bars (the uncertainties calculated from the rel- 
ative standard uncertainties of the measured ratios) 
are shown for all the other ratios. At 29 nW the 
error bar can be seen well. At higher power the 
error bars are too small to be seen on the graph. 

The ultimate check of our NEP measurements is 
practical and somewhat qualitative. Pyroelectric 
detectors are notoriously sensitive to ambient noise 
ranging from fan motors to slamming doors and other 
laboratory equipment. We measured the noise lev- 
els under various conditions. The radiometer was 
wrapped with insulation foam and situated in differ- 
ent locations on the detector stage when the servo- 
motor (which moves the stage) was on and off. 
Identical tests were also performed without the insu- 
lation foam and in other locations in the lab. The 
NEP did not show any significant change during the 
tests. The NEP for other types of pyroelectric detec- 
tors varied by a factor of nearly 10, during similar 
tests. 

In 1975 Byer described a complementary domain- 
engineered pyroelectric detector with reduced sensi- 
tivity to  temperature changes. He also suggested 
that a domain-engineered detector with equally and 
oppositely poled areas within a single crystal should 
have a response completely independent of ambient 
temperature fluctuations. However, his results do 
not indicate that complete independence is achiev- 
able, nor do ours.10 This is perhaps an area for fu- 
ture study, because LiNbO, (and LiTaO,) 
pyroelectric detectors have a strong ambient temper- 
ature dependence, which is undesirable for highly 
accurate radiometers. For now, we are satisfied 
with slightly reduced temperature dependence in the 
domain-engineered pyroelectric detector and rely on 

32nW/Hz 1 2  . 

24 28 32 36 40 
Temperature ["C] 

Domain-engineered pyroelectric radiometer, relative re- Fig. 13. 
sponse versus temperature. 

correction factors, or active thermal stabilization, to 
ensure that the radiometer response is independent 
of ambient temperature fluctuations. 

The temperature-dependent response of the pyro- 
.electric detector was tested to determine the response 
correction factors for a range of ambient tempera- 
tures. During the test the 633-nm laser beam, inci- 
dent on the detector, was stabilized. An insulated- 
electric heater was attached to the outside surface of 
the detector package. The temperature was in- 
creased slowly from 23.5 to 40 "C. The signal and 
the temperature outputs were simultaneously re- 
corded during both the heating and the cooling cycles 
at several different temperatures. The relative 
response-versus-temperature curve is shown in Fig. 
13. A response temperature coefficient of 0.15%/"C 
was obtained from a linear fit to the measured data 
points. The error bars represent a 0.25% uncer- 
tainty (coverage factor, k = 1) for the measured val- 
ues. From the data shown in Fig. 13, the 
relationship for the response of the pyroelectric de- 
tector at a calibration temperature T, is R,. The 
response at a different measurement temperature T,,, 
will be 

R, = Rf. (3) 

The response correction factor may be used where f = 
1 + (AT X CT), AT = T, - T,, and the response 
temperature coefficient is C ,  =. 0.0015. 

Pyroelectric materials are inherently spectrally 
flat over a broad wavelength range.ll Therefore the 
spectral responsivity of a pyroelectric detector is de- 
pendent on the reflectance of the face electrodes and 
other materials placed on the detector surface t o  ef- 
ficiently convert optical energy into thermal energy. 
The advantages and disadvantages of commercially 
available optical coatings have been well document- 
ed.12 Though easily damaged by the slightest touch, 
or excessive heat (greater than 200 mW/cm2), gold 
black is our absorber of choice. 

Published data show that gold-black coatings dif- 
fusely reflect less than 1% of incident radiation, over 
a spectral range from the ultraviolet to 15 pm.13 We 
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have been unable reproduce these results on a mate- 
rial that has a small thermal mass and that is a poor 
heat conductor (such as a small LiNbO, plate). At 
shorter wavelengths, such as 633 nm, reflectance 
from the gold-black coating is diffuse and small.14 
From 2.5 to  10 pm, the reflectance gradually becomes 
more nearly specular and gradually increases to as 
much as 15%. 

The absorptance of the gold-black coating deter- 
mines the relative spectral responsivity, provided 
that the transmission through the detector is negli- 
gible and the reflectance is low. Then the relative 
spectral response of the detector can be determined 
from a spectral-reflectance measurement, if we as- 
sume that the gold-black transmittance is negligible 
and the relative detector response is proportional to 1 
minus the measured reflectance. 

The spectral reflectance was compared with a 
white polytetraflouroethylene (PTFE) reflectance 
standard. An oval beam, oriented at a 6" angle of 
incidence over the wavelength range 0.8 and 1.8 pm, 
made an 8 mm X 6 mm image at the detector. The 
10-mm-diameter aperture of the detector was re- 
moved to avoid baffling. A 20-cm-diameter integrat- 
ing sphere collected the diffuse radiation reflected 
back from the detector surface. 

The measured signal from radiation reflected from 
the white-PTFE standard was used as the value for 
the 100% reflectance. Zero reflectance was recorded 
with a light trap, which replaced the detector at the 
sample port of the sphere. Ten wavelength scans 
were made in each measurement mode to improve 
the poor signal-to-noise ratio. The diffuse spectral 
reflectance of the detector was calculated from the 
averages of the ten measured reflectance values. 
The reflectance p at wavelength A was calculated with 

0.8 

0.6 

0.4 

(4) 

- 

- 

- 

In this expression, A,(A) is the average signal of the 
white standard spectral-reflectance measurements, 
A&) is the average signal of the detector spectral- 
reflectance measurements, and A,@) is the average 
signal of the light trap spectral-reflectance measure- 
ments. 

Figure 14 shows the average reflectance, and stan- 
dard uncertainty versus wavelength. We improved 
the signal-to-noise ratio of approximately 5:l of the 
reflectance measurements by a factor of nearly 2 by 
averaging the measurement results of five neighbor- 
ing wavelengths. A second-order polynomial fit to 
the calculated reflectance. The figure shows a spec- 
tral reflectance of 0.5-0.7% between 0.8 and 1.8 pm. 
This corresponds to a detector response change of 
0.2% in this spectral range. Overall, the absolute 
reflectance from the gold black was low (less than 

The angular response change of the detector was 
first measured in power measurement mode in which 
the detector aperture was underfilled by a 3-mm- 
diameter, He-Ne (633-nm) laser beam. Thereafter, 

l%), 

e .  
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e 

Standard uncertainty 
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Fig. 14. Domain-engineered pyroelectric detector total reflec- 
tance and measurement standard uncertainty versus wavelength. 
Solid curve, polynomial fit to the averaged reflectance data. 

the angular response was measured in irradiance 
mode in which the detector aperture was overfilled 
with a halogen lamp beam. For both measurement 
modes the aperture was circular and 8 mm in diam- 
eter. Figure 15 shows the optical arrangement for 
these tests. The detector was positioned a distance, 
D, 0.9 m from the laser and 0.55 m from the halogen 
lamp. The detector reflectance was then evaluated 
by rotation of the detector, incremental values of an- 
gle E, relative to  the optical axis, up and down (+ = 
go", E = 240"), and side to  side (+ = 0", E = ?40"). 

The directional error in underfilled mode was cal- 
culated as 

where Er(q  4) and E,(€ = 0") were the detector read- 
ings for the incident radiation, E,  arriving at inci- 
dence angles of E and 0". This definition is similar to 
the Commission Internationale de 1'Eclairage (CIE) 
recommended directional error f2 (E, +).I* 

Figure 16 shows the directional error, f Z ( c ) ,  at a 
detector orientation of + = 90". The results of the 
horizontal (4 = 90") and the vertical (+ = 0") scans 
were very similar to each other. The response 
change was less than the measurement uncertainty 
in the range E = 211" and increased to -0.1% at E = 

633-nm He,-Ne laser I +------------. 1 

I 
Fig. 15. Arrangement of the angular response measurements. 
The laser is used in underfilled mode, and the lamp is used in 
overfilled mode. 
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Table 1. Summary of Radiometer Properties 
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C 
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-0.2 1 

-0.4 i' 0 i 
Angle of incidence ["I 

Fig. 16. Directional (relative angular) error of the pyroelectric 
detector in the vertical plane versus incidence angle., The inci- 
dent laser radiation underfilled the detector aperture. 

-C30". The relative uncertainty (h = 1) of the direc- 
tional error determinations was 0.04%. 

The directional error in the overfilled- 
measurement mode was calculated according to the 
CIE recommendation, with the expression 

( 6 )  

where the denominator is the cosine response of an 
ideal detector-irradiance measurement.15 , 

The measurement results of the horizontal- 
detector scan are shown in Fig. 17. According to the 
graph the angular response of the pyroelectric irra- 
diance meter follows the cosine function, with a di- 
rectional error of less than 0.1% within a f / 2  field of 
view (31" full angle). The E = 2" angular offset was 
caused by the asymmetric detector alignment on the 
rotation stage. The relative uncertainty of the di- 
rectional error determinations in the irradiance mea- 
surement mode was 0.06% (coverage factor k = l). 

Comparison of the available detector candidates for 
infrared radiometric applications would constitute a 
paper in itself, but there are several key performance 
issues on which we can focus to abbreviate our dis- 

F " " " " " " ' " " " ' " i  

L 

0, L - 4 1  0 
al - m 
E 

= 
0 
2 
i5 O -3 

-20 -1 0 0 10 20 

Angle of incidence ["I 
Fig. 17. 
detector in the horizontal plane versus incidence angle. 
cident lamp radiation overfilled the detector aperture. 

Directional (relative angular) error of the pyroelectric 
The in- 

Property Value 

Power response a t  633 nm 1.05 x 10-7 A/W 
0.15%/"C 

32 nW/Hz'/2 
38 nW/Hz1I2 

570 Hz 

60.5 Hz 

20.1% 

Temperature coefficient between 24 and 
40 "C 

Dark NEP 
NEP in the 1-nW-100-pW input radiant 

3-dB point with the OPAl l l  I-V converter 

3-dB point with the OPAl l l  I-V converter 

power range 

in the 108-V/A range 

in the 109-V/A range 

7.5-mm-diameter (633-nm, 0.5 mm- 
diameter) probe beam 

E 5 30" incident angles 

for E 5 15" 

Spatial response nonuniformity within a 

Angular error in underfilled mode for &(E) <0.1% 

Angular error with 8-mm overfilled aperture 

Spectral reflectance variation (800-1800 nm) 

CIE f . ( ~ )  < 0.1% 

10.2% 

cussion. In general, the uncertainty in radiometric 
measurements is reduced when detector variables 
such as response linearity, spatial and spectral uni- 
formity, and temperature dependence are well char- 
acterized or known to be invariable. 

The biggest drawbacks to using a pyroelectric de- 
tector are low optical sensitivity, high acoustic sensi- 
tivity, and the need to use an optical chopper. 
However, pyroelectric detectors can be operated at 
room temperature, and the chopper and the neces- 
sary electronics are not much more cumbersome than 
what is necessary for the competing alternatives. 
Photoconductors, such as mercury cadmium telluride 
(HgCdTe) and indium antimonide (InSb), have high 
sensitivity and are commonly used for transfer stan- 
dards, but large-area (3-&"-diameter) devices are 
not highly uniform spatially and spectrally. The 
best photoconductors of this type have spatial non- 
uniformity variations as great as 3% and commonly 
to as great as 20% or more.16 On this basis alone a 
pyroelectric detector with nearly four times the area 
(compared with the competing alternatives) and with 
0.1% spatial-response variation is an excellent choice. 
In addition, we have demonstrated that domain- 
engineering techniques can reduce the acoustic sen- 
sitivity and give us confidence that the NEP is 
constant and linear at low power. 

A summary of the properties of the domain- 
engineered pyroelectric radiometer is given in Table 
1. Future improvements will be directed at reduc- 
ing the temperature dependence and optimizing the 
domain-engineered areas and pattern, to  further re- 
duce the acoustic sensitivity. Further evaluation 
will include spectral responsivity and reflectance 
measurements at  longer infrared wavelengths be- 
tween 2 and 20 pm. 

5. Conclusions 
We have successfully used domain engineering t o  
build a practical and convenient pyroelectric radi- 
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ometer with low acoustic sensitivity and high spa- 
tial and spectral response uniformity. We have 
demonstrated that a properly designed, applied, 
and characterized pyroelectric radiometer is well 
suited as a high-accuracy transfer standard for op- 
tical power and irradiance measurements. The 
domain-engineered pyroelectric radiometer is the 
only alternative compared with HgCdTe, InSb pho- 
toconductors, or commercially available pyroelec- 
tric detectors, capable of measurement uncertainty 
of the order of 0.1%. The primary role of the radi- 
ometer will be to  extend and improve the National 
Institute of Standards and Technology spectral- 
responsivity scale from the visible to the near- 
infrared wavelength range. 
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